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Measurement name: B5460_M_20251104_M_S 
Measurement time: 2025-11-04 14:50:15 
Report time:  2026-07-31 
Device:   GL SPHERE 500 SPECTIS 1.0 VIS 
Power source:  IT7321 AC ITECH 
Ambient Temperature: 27.6 [C]  

 

Client name: LED line LITE 
Model name: Żarówka LED E27 4000K 10W 940lm  
                230V 240° A60 PC LITE 
Item No: 247392 
Serial No.: 10505 

Made by: Radosław Kośnik 
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CIE 1931 2˚observer 

x 0.3783 

y 0.3724 

u' 0.2255 

v' 0.4993 

L 100.00 

a 11.24 

b 29.92 

X 1072.78 

Y 1055.87 

Z 707.01 

Other 

CCT [K] 4026 

Chromaticity Error 0.004 

Color Peak 450.34 

Color Peak Value 19.07 

Color Dominant 579.8 

Luminous Flux [lm] 1055.87 

Purity 0.253 

Radiometric 3.2412 

PAR  

PPFD  

Luminous Efficacy 110.8936 lm/W 

Power [W] 9.52147 

Power Factor 0.788  

Current [A] 0.05255 

Voltage [V] 229.936  

Duv 0.0015 

Rendering Indices 

Ra 83.6 

R1 82.5 

R2 89.8 

R3 94.4 

R4 82.6 

R5 82.4 

R6 85.4 

R7 86.1 

R8 65.7 

R9 11.6 

R10 75.0 

R11 81.5 

R12 62.8 

R13 84.5 

R14 97.0 

CIE 1964 10˚observer 

x 0.3841 

y 0.3690 

u' 0.2307 

v' 0.4987 

L 100.00 

a 15.81 

b 29.13 

X 1167.80 

Y 1121.93 

Z 750.73 

Metamerism Indices 

Mivis 1.8 

Miuv 4.0 



 

 

CIE 1931 

 

CIE 1960 

 

CIE 1976 

 
 

 

 
 



 

 

 

 

  
CRI 

 

 
 

 

 

 

 

 

 

 

 

 

 

 

 

 


