
 

 

 

GL SpectroSoft Report 

Lighting Research & Measurement Center 
 

 
Measurement name: B3673_F_20230731_M_S  
Measurement time: 2023-07-31T08:44:23 
Report time:  2023-08-10 
Device:   GL SPECTIS 1.0 Touch + Flicker 
Sensor Temperature: 28.87°C 
 

 

Client name: LED line PRIME 
Model name: Plafon ACTON 18W 1900lm 3000K IP54  
                kwadrat 
Item No: 201156 
Serial No.: 11303 

Made by: Radosław Kośnik 
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Flicker chart 
 

 
 

FFT chart 
 

 
 

Flicker 100 Hz 

Flicker index 0.005537 

Flicker percent 2.73 % 

SVM 0.0357 


