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Measurement name: B4076_F_20240222_M_S  
Measurement time: 2024-02-22T08:54:20 
Report time:  2024-02-28 
Device:   GL SPECTIS 1.0 Touch + Flicker 
Sensor Temperature: 32.24°C 
 

 

Client name: LED line LITE 
Model name: Downlight EASY FIX PRO 6W 540lm  
                CCT 3000-5000K okrągły 
Item No: 202825 
Serial No.: 37507 

Made by: Radosław Kośnik 
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Flicker chart 
 

 
 

FFT chart 
 

 
 

Flicker 100 Hz 

Flicker index 0.005241 

Flicker percent 2.52 % 

SVM 0.0637 


